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Abstract: 
Cross-axial or transverse sensitivity of an accelerometer can be 
compensated by digital processing of the output signal. To perform this, it 
is necessary to determine coefficients that describe a sensor’s response 
to excitation experimentally. Many procedures advised by standards and 
scientific papers use expensive equipment which is not available in every 
laboratory. Therefore, a simple method is proposed, namely a variation of 
the static tilt test, requiring no other measuring equipment than the sensor 
itself and a flat surface. Results vary depending on sensor surface and 
housing quality, but it has been shown that cross sensitivity effects can be 
reduced from several percent usually associated with commercial three-
axial MEMS accelerometers down to 1% or less. 
Key words: accelerometers, digital signal processing, acceleration, 
sensitivity, transverse, sensors, MEMS. 
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3 Introduction 
There are various imperfections influencing accelerometer 
performances. They are mainly non-linearity (including hysteresis), cross-
axial (also referred to as transverse) sensitivity, and dynamic 
characteristics (primarily bandwidth limitations). Additionally, all of them 
are subject to temperature fluctuations and aging (Lawrence, 2001). 
However, some of these effects can be examined experimentally and 
digital processing can be used to improve the quality of acquired data 
subsequently. 
Transverse sensitivity of three-axial accelerometers is caused mainly 
by misalignment of their axes, which inevitably occurs in the process of 
manufacture (Liu, et al, 2009, pp.196-200). Things get worse with 
miniaturization. While new-generation micro-electro-mechanical (MEMS) 
accelerometers are more practical than classical ones in many ways, 
especially in terms of low power consumption (necessary for battery-
powered systems), small proof masses and electrodes are more difficult to 
align properly. Therefore, commercial MEMS accelerometers exhibit 
higher cross-axial sensitivities, typically equal to several percent (Sysoeva, 
2006, pp.28-39). 
Theoretical analysis 
A simple method for calibration of accelerometers, for both main axis 
sensitivity and cross-axial sensitivity, which can be performed in any 
laboratory, is a so-called tilt test (VTI Technologies, 2005). An 
accelerometer is placed into six perpendicular positions where g acts in 
the directions of +x, -x, +y, -y, +z and -z (shown in Fig. 1), and the output is 
analyzed. Cross-axial sensitivities are defined as follows: 
xx
xzxy
x c
cc
T
22          
yy
yzyx
y c
cc
T
22          
zz
zyzx
z c
cc
T
22  , (1) 
where Ti is the cross-axial sensitivity for the axis i (x, y or z), and cij are 
the coefficients from: 
 
Figure 1 – Tilt test basic positions 
Рис. 1 – Основные положения тестирования статичного угла наклона 
Слика 1 – Основне позиције тилт-теста 
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1 
xzxzyxyxxxx kacacacf   
yzyzyyyxyxy kacacacf   
zzzzyzyxzxz kacacacf  , 
(2) 
describing the influence of the j axis excitation on the i axis output fi. The 
coefficients labeled ki denote zero offsets (outputs for zero excitation). 
The cross-axial sensitivity Ti is a parameter describing the quality of a 
sensor (the manufacturer usually specifies its maximum value), but its 
numerical value alone cannot be used for software correction (signal 
processing). To do that, it is necessary to determine all cij and ki 
coefficients. 
The system of three equations with three variables is solved and the 
inverse equations read: 
)()()(
))(())(())((
yyxzyzxyzxzzxyzyxzyxzyyzzzyyxx
yyxzyzxyzzzzxyzyxzyyzyyzzzyyxx
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yzxxyxxzzzzxxzzzxxyyzzyxzxyzxx
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z c-ccccc-ccccc-cccc
c-ccc-kfc-ccc-kfc-ccc-kf
a 
 . 
(3) 
Twenty-four position tilt test 
 
Figure 2 – Rotation of the accelerometer 
Рис. 2 – Поворот акселерометра 
Слика 2 – Ротација акцелерометра 
If there is a small angle α between the actual gravitational field 
orientation and the three-axial accelerometer main axis, the transverse 
axes are exposed to gravitational accelerations in the order of g·sin(α). 
This function has large variations around zero thus preventing us from 
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3 obtaining reliable coefficients of cross-axial sensitivity by a straightforward 
tilt test. Let us observe a transverse axis, perpendicular to the main one 
that is inclined by a small angle α to the vertical (as depicted in Fig. 2). The 
angle between this axis and the horizontal plane varies in the -α to +α 
range depending on the angle of rotation around the main axis β so that: 
 cos tgtg  , 
counting β from the highest inclination point. It can be approximated by: 
 cos , 
provided that α is small. Taking N arbitrary values of β which differ by 
Δβ=2/N (i.e. uniformly distributed points on the circle), the 
corresponding average sin(φ) and cos(φ) become zero. The 
accelerometer rotation thus cancels the main axial sensitivity of each 
transverse axis to the lateral component g·sin(φ), but not the intrinsic 
cross-axial sensitivity, the existence of which contributes to the output 
signal. 
A customary method of accelerometer cross-axial sensitivity 
calibration is placing the sensor into two opposite static positions in each of 
six basic planes and averaging the output (Sill, Seller, 2006, p.3). This is 
equivalent to the described rotation with N=2 and Δβ=. A disadvantage 
of any static tilt test is the inability to place the sensor into repeatable 
positions with good relative orthogonality, due to the flexibility of the 
housing and the plastic board the sensor is attached to, and the 
unevenness of the surface and the housing (which is prone to non-elastic 
deformations over time). Another calibration method is to create variations 
in one axis output of the accelerometer by rotating it in the perpendicular 
plane, thus exposing it to inertial acceleration in two transverse directions, 
and then record and process these variations (Dosch, 2000), (Veldman, 
2012, pp.254-262). A disadvantage of dynamic methods is the need for 
complex equipment, not available in every laboratory. 
Although the proposed 24-position tilt test (N=4, Δβ=/2) seems very 
similar to the 12-position test (N=2, Δβ=), four rotation positions are 
better not only because there is more data to average. The operator can 
keep track of the values and repeat the experiment if they do not follow the 
symmetry rule, which is easily visualized. Four arbitrary angles differing by 
90º should produce output equal to f0+k·cos(β), f0-k·sin(β), f0-k·cos(β), and 
f0+k·sin(β), where f0  is the mean value, and k is a constant depending on α 
and cross-axial sensitivity. In other words, multiple symmetry must be 
observed. The mean value from positions 1 and 3 must match the mean 
value from positions 2 and 4 (to an achievable degree of precision); the 
difference between positions 1 and 2 must match the difference between 
positions 3 and 4; etc. Otherwise, the measurement has to be repeated. 
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1 This kind of control cannot be implemented if only two positions per plane 
are used. 
The test has been discussed and performed experimentally with 
three-axial accelerometers. It could also be conducted with two-axial 
accelerometers although their smaller cross sensitivity makes it less 
convenient. Single axis accelerometers have cross sensitivity too low for 
this method to be feasible in most cases. 
Experiments 
The experiments were performed using a wireless sensor device 
designed primarily for vibrations measurements in civil engineering 
(Malović et al, 2013, pp.19-26). It is made in surface mount technology and 
features LIS3LV02DL 3-axial 12-bit digital MEMS accelerometer, with up 
to 3.5% cross-axial sensitivity according to manufacturer’s specification. 
 
Figure 3 – Sensor device in its plastic housing 
Рис. 3 – Устройство в пластиковом корпусе 
Слика 3 – Сензорски уређај у пластичном кућишту 
 
 The range and frequency are programmable. Since the excitation in 
the tilt test ranges within ±g, the shortest range of ±2g was used, as well 
as the lowest sampling frequency of 40 Hz, for the lowest noise. The 
accelerometer chip is embedded into a small plastic board and attached to 
the housing (shown in Fig. 3), separately from the main board. Three 
pieces were tested by moving the entire housing manually on an ordinary 
surface such as an office desk. No measuring equipment other than the 
sensor itself was used. 
The devices were programmed to perform series of hundreds of 
measurements and average the result for each position. Data was 
acquired by a radio modem (a display could have been attached to serve 
the same purpose). It is important in an experiment of this type to make 
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3 sure that the accelerometer is allowed minimum freedom of movement in 
the reference frame of the housing. The accelerometer boards were firmly 
attached by bolts embedded into the housings. 
Table 1 – Experimental results on three different surfaces 
Таблица 1 – Экспериментальные результаты по трем различным поверхностям 
Табела 1 – Резултати експеримената на три различите подлоге 
 X1 Y1 Z1 X2 Y2 Z2 X3 Y3 Z3 
)(zf  
-2.12 
+1.05 
-1.52 
+3.16 
-0.99* 
+4.30 
+0.59 
+0.18 
+1.38 
+4.68 
+1.92 
+1.34 
-0.12 
-0.30 
+1.68 
-21.69
-21.86
-21.44
-19.57
-20.61
-19.53
-10.34 
-10.15 
-9.28 
+18.02 
+18.82 
+18.60 
)(zf  -32.16 -31.65 
-31.30 
-18.46 
-15.85 
-15.20 
2069.1
2070.1
2069.4
+9.35 
+12.64
+10.20
+4.20 
+5.72 
+3.37 
2067.7
2069.0
2068.6
-9.69 
-9.95 
-8.59 
+7.36* 
+3.75 
+1.38 
2071.4 
2071.6 
2071.4 
)(yf  
-3.56 
+1.26 
-8.48 
+4.66 
+4.71 
+4.60 
+2.79 
+2.23 
+3.67 
+0.16 
+7.01*
-4.69 
+10.45
+9.66 
+10.19
-18.54
-20.05
-18.37
-20.31
-19.30
-26.39
-17.40 
-17.59 
-17.55 
+20.85 
+24.46 
+20.79 
)(yf  +27.76 +38.07 
+30.44 
2057.7 
2057.2 
2057.2 
+25.75
+21.64
+10.35
+64.44
+69.99
+64.13
2043.8
2043.8
2044.3
+5.11 
-3.05 
-5.84 
+38.53
+38.59
+49.52
2044.9 
2045.1 
2045.0 
+10.23 
-7.47* 
+2.63 
)(xf  
+4.36 
+4.45 
+4.64 
-2.30 
-2.44 
-1.66 
-5.37 
-6.13 
-4.16 
-2.13 
-1.18 
-1.80 
-5.54 
+0.18 
-4.51 
-26.61
-24.56
-24.30
-18.91
-19.06
-19.02
-16.12 
-8.70* 
-15.43 
+12.50 
+15.08 
+15.26 
)(xf  2031.9 2030.0 
2031.2 
+3.65 
+5.01 
+10.29 
+3.36 
+3.83 
+18.86
2029.7
2031.2
2030.5
-30.31
-16.01
-28.56
-40.75
-50.19
-25.47*
2017.0
2017.6
2016.5
-7.00 
+8.48 
-3.55 
-17.98 
-22.59 
-3.53 
 
The preliminary experiments with the ordinary tilt test in just six 
positions yielded poor results. Variations of 1% g or more occurred 
commonly, implying that transverse sensitivity already below 3.5% cannot 
be compensated significantly. The results of three 24-position 
experiments, expressed in raw quanta (the digital output of the chip; 1024 
quanta correspond to g nominally) are presented in Table 1. They were 
performed on a metal surface, a wooden surface, and a slightly sloped 
wooden surface (1.5°), to show that a small slope does not influence the 
results significantly. For clarity reasons, the results from different 
experiments are displayed in different rows inside the same table cells. 
The )(if  represents the average output of the channel i from +g and -g 
excitation in the j direction. This would be zero offset if we suppose that the 
transfer function is linear. The Δf(i) denotes the difference between the two 
outputs. It should be divided by 2g to obtain the coefficients cij from 
equations (1)-(3). The column headers show the excitation axis j and the 
sensor serial number. The sign was omitted for the main axial sensitivities 
related numbers (i = j) which are always positive and have a nominal value 
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1 of 2048 quanta. The result labeled with an asterisk has the highest 
deviation from the average for that row. The maximum deviations between 
the experiments were pointed out this way. 
The housing sides are very different, as we can see in Fig. 3. The z 
side (in the x-y plane), on which the housing is laid in Fig. 3, is relatively 
flat and large. This causes the z-excitation-related coefficients to be most 
reliable (these coefficients feature in the x and y cross-axial sensitivity). 
The antenna on the y side can be detached when the housing is laid on 
that side or the housing can simply hang over the edge of the surface (the 
device center of mass is still above the contact surface). However, the total 
surface of this side is smaller, causing the results to be of lower quality (the 
same unevennesses cause larger orientation changes). Finally, the 
switches on the front, x side, make the device unable to stand on two 
supports so it must be hung over the surface edge, only this time the mass 
center is off, and the operator must hold the device manually. Therefore, 
the worst results are obtained for the y-direction-related coefficients. The 
housings were the prototypes used intensively for about two years before 
these experiments took place, so it is reasonable to suppose that better 
results could be achieved with newer equipment. 
It can be concluded that for the z (most suitable surface of the 
housing) excitation coefficients, the maximum deviation from the mean 
value from all experiments is about 3 quanta (one quantum equals 
approximately 10-3 g), or 0.3%. For the y excitation coefficients, the 
maximum deviation from the mean value is about 9 quanta (0.9%), and for 
the worst case, the x excitation coefficients, the maximum deviation is 
about 13 quanta (1.3%). 
The highest measured cross-axial sensitivity is 3.3% (for the x-axis of 
sensor 2) so we can conclude that this fits the manufacturer’s specification 
(up to 3.5%). 
Non-linearity analysis 
According to the manufacturer’s specification, the accelerometer has 
the maximum non-linearity of 3% full scale. This sheds some doubts on 
the validity of the model described by equations (2)-(3), without prior 
examination of the transfer function of the accelerometer main axis. These 
equations describe a simple linear transfer function. The experiments 
(Table 1) have shown that the average value of the output f , which should 
ideally (assuming no non-linearity) always be equivalent to zero offset ki 
(regardless of the excitation axis), varies by several per mille g in most 
cases (as a function of the excitation axis). For small output changes (Δf) in 
case of excitation in transverse directions, we can state that )(if  
corresponds to the coefficient ki from equations (2) relatively accurately. 
 658 
 V
O
JN
O
TE
H
N
IČK
I G
LA
S
N
IK
 / 
M
IL
IT
A
R
Y
 T
E
C
H
N
IC
A
L 
C
O
U
R
IE
R
, 2
01
7,
 V
ol
. 6
5,
 Is
su
e 
3 While a good match between two transverse axes’ f  values indicates that 
an experiment was conducted well, a match between these and the main 
axis f  implies low non-linearity inside the applied range. Only one of nine 
cases (Y2 in Table 1) features a deviation higher than 1%, so we can 
conclude that typical non-linearity in the middle of the range (±g is one half 
of the programmable range used in the experiments, but one sixth of the 
maximum range of ±6g) is significantly lower than the one declared for the 
whole range. To study the non-linearity effects further, experiments with 
more precise equipment are required. 
Conclusion 
The experiments with the 24-position tilt test have shown that it can 
produce much more repeatable results than the tests with 6 or 12 
positions, primarily because of the ability of the operator to control 
experimental results quality (repeat measurements if necessary). It can be 
concluded that it is possible to achieve certain degree of precision in cross-
axial sensitivity calibration of MEMS accelerometers embedded into plastic 
housings without any external equipment. Theoretically, it is possible to 
reduce the maximum cross-axial sensitivity to several parts per thousand. 
Practical results depend on mechanical parameters (stiffness and 
evenness of the base surface and the sensor housing, and the quality of 
accelerometer embedment) as well as the quality of the accelerometer 
(primarily non-linearity). 
Like all electronic components, accelerometers age too, so this type 
of calibration needs to be performed at least on a yearly basis to maintain 
its level of accuracy. 
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КОМПЕНСАЦИЯ ПОПЕРЕЧНОЙ ЧУВСТВИТЕЛЬНОСТИ МЭМС 
АКСЕЛЕРОМЕТРОВ С ПОМОЩЬЮ ТЕСТИРОВАНИЯ 
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ПОЗИЦИЯХ 
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ОБЛАСТЬ: электроника 
ВИД СТАТЬИ: оригинальная научная статья 
ЯЗЫК СТАТЬИ: английский 
  
Резюме: 
Кросс-осевая или поперечная чувствительность акселерометра 
может быть компенсирована цифровой обработкой выходного 
сигнала. При этом необходимо экспериментально определить 
коэффициенты реакции датчика на сигнал. Для проведения 
подобных мероприятий, в соответствии с рекомендациями 
стандартов и научных статей, применяется достаточно дорогое 
оборудование, которое не все лаборатории могут себе позволить. 
В данной связи представлен простой альтернативный метод, 
разновидность тестирования статичного угла наклона, не 
требующий никаких измерительных приборов, кроме датчика и 
плоской поверхности.Несмотря на то, что результаты зачастую 
зависят от качества поверхности и корпуса датчика, на практике 
было доказано, что значения поперечной чувствительности при 
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3 таком методе значительно снижены (в несколько раз), и что 
типичная поперечная чувствительность трехосевого MЭМС 
акселерометра с нескольких процентов достигла значения ниже 
1%. 
Ключевые слова: акселерометры, цифровая обработка 
сигналов, ускорение, чувствительность, поперечная, датчики, 
MЭМС. 
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АКЦЕЛЕРОМЕТРА МЕТОДОМ ТИЛТ-ТЕСТА У 24 ПОЗИЦИЈЕ 
Миодраг З. Маловића, Љиљана М. Брајовићб, Томислав Б. Шекарав а Универзитет у Београду, Технолошко-металуршки факултет,  
   Иновациони центар, Београд, Република Србија б Универзитет у Београду, Грађевински факултет, Катедра за математику,   
  физику и нацртну геометрију, Београд, Република Србија в Универзитет у Београду, Електротехнички факултет, Катедра за сигнале  
   и системе, Београд, Република Србија 
 
ОБЛАСТ: електроника 
ВРСТА ЧЛАНКА: оригинални научни чланак 
ЈЕЗИК ЧЛАНКА: енглески 
 
Сажетак: 
Крос-аксијална, односно попречна осетљивост акцелерометра 
може бити компензована дигиталним процесирањем излазног 
сигнала. Да би се то извело, потребно је експериментално 
одредити коефицијенте који описују одговор сензора на побуду. 
Многе процедуре које се односе на то, а које су препоручене 
стандардима и научним чланцима, користе скупу опрему која 
није доступна у свакој лабораторији. Зато је предложен 
једноставан алтернативни метод, варијација статичког тилт-
теста, који не захтева никакву другу мерну опрему осим 
сензора и равне површине. Резултати варирају у зависности од 
квалитета површине и кућишта сензора, али је показано да се 
ефекти попречне осетљивости могу смањити бар неколико 
пута, те да се типична попречна осетљивост комерцијалних 
троосних МЕМС акцелерометара од неколико процената може 
лако свести испод 1%. 
Кључне речи: акцелерометри, дигитална обрада сигнала, 
убрзање, осетљивост, попречна, сензори, МЕМС. 
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